Evaluation of a shell vial centrifugation method for the detection of herpes simplex virus.
A MRC-5 shell vial method was compared to a MRC-5 conventional tube cell culture method in 410 specimens, 88 of which were positive for herpes simplex virus. The shell vial had a sensitivity of 92% and a specificity of 99% when compared to conventional cell culture.